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VibraWeigh® Field Adjustment 

 
To adjust your VibraWeigh®, see the diagram below as to which potentiometer is the Frequency and which 
Potentiometer is the Current / Rate and follow Steps one through five.   

1. Remove the Seal Top from the meter to gain access to the VibraWeigh. 
2. Adjust the current / Rate clockwise to its maximum output.  This is the point at which when turned 

clockwise the Potentiometer will click or pop.  (Keep in mind the Potentiometer will continue to 
turn after its maximum point has been reached, this click or pop is something that can be felt / 
heard). 

3. While pouring a little bit of your product onto the measurement pan adjust the frequency 
potentiometer up or down so that the product is moving away from the Pan Guides (sides of the 
Pan) towards the middle of the pan. This step can NOT be performed with process flow across the 
meter it needs to be small amounts of product so that interaction between product and pan 
resonance can be viewed. 

4. Once you have good movement of product away from the sides of the Pan adjust the Current / 
Rate Potentiometer counterclockwise two full turns.  This will be your set point for the 
VibraWeigh®. 

5. Reinstall the Seal Top onto the meter. 
 

This diagram is for reference only. 
 


