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Material Test ReportMaterial Test Report  
Party MixParty Mix  

 MTR No. 0110‐H 

Date Tested: Temperature:
Technician: Particle Size:

Test Location: Flowability:
CFM Model: Cohesiveness:

Meter Capacity: Density (lb/ft³):
Feed System: Inhibit Setting:

August 21, 2002 Ambient (78°F/25.6°C)
James Seagraves Varying

Eastern Instruments Average
12" Type I CentriFlow® None

15 ft³/min Varying
Belt Conveyor 0.200 Volts

Continue on to the next page for our Accuracy Statement for Party Mix. 

(Page 1 of 2) 

Several Types of Several Types of 
Snack Foods Were Snack Foods Were 
Separately Tested Separately Tested   

Test #1
Run # Actual Weight Metered Weight Metered/Actual Delta Weight % Error

1 9.80 9.77 0.997 -0.030 -0.31%
2 9.74 9.71 0.996 -0.035 -0.36%

Average: 0.9967
STD: 0.0004

% STD: 0.04%

Percent of Volumetric Capacity = 50%Corn BBQ
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Accuracy Statement: 
"The CentriFlow® Meter will provide accuracy to within ±0.50% of reading when operating 

within ± 10% of the calibrated flow rate, as long as the flow rate is within the operational range 
of the meter.” 

Test #2
Run # Actual Weight Metered Weight Metered/Actual Delta Weight % Error

1 10.35 10.34 0.999 -0.010 -0.10%
2 10.10 10.14 1.004 0.040 0.40%

Average: 1.0015
STD: 0.0035

% STD: 0.35%

Percent of Volumetric Capacity = 50%Nacho Chips

Test #3
Run # Actual Weight Metered Weight Metered/Actual Delta Weight % Error

1 10.02 10.08 1.006 0.060 0.60%
2 10.05 10.02 0.997 -0.030 -0.30%

Average: 1.002
STD: 0.0063

% STD: 0.63%

Percent of Volumetric Capacity = 50%Pretzels

Test #4
Run # Actual Weight Metered Weight Metered/Actual Delta Weight % Error

1 10.87 10.86 0.999 -0.010 -0.09%
2 10.22 10.24 1.002 0.020 0.20%

Average: 1.001
STD: 0.0020

% STD: 0.20%

Percent of Volumetric Capacity = 50%Tortilla Chips

Test #5
Run # Actual Weight Metered Weight Metered/Actual Delta Weight % Error

1 10.30 10.34 1.004 0.040 0.39%
2 10.23 10.24 1.001 0.010 0.10%

Average: 1.002
STD: 0.0021

% STD: 0.20%

Percent of Volumetric Capacity = 50%Corn Curls


